Review of photomixing continuous-wave terahertz systems and current application trends in terahertz domain

Reza Safian
Galia Ghazi
Nafiseh Mohammadian

Review of photomixing continuous-wave terahertz systems and current application trends in terahertz domain

Reza Safian,a Galia Ghazi,a,* and Nafiseh Mohammadianb
a imec USA, Kissimmee, Florida, United States
bUniversity of Central Florida, CREOL, Orlando, Florida, United States

Abstract. Within the last two decades, terahertz systems have become a well-established tool in scientific laboratories and industrial research and development departments. Unlike the methods of pulsed terahertz radiation that mainly rely on ultrafast optical technology, the technology behind continuous-wave terahertz sources and detectors has a long history involving many different types of technical schemes. The intent is to provide a brief review of the continuous-wave terahertz systems that are based on photomixing and current application trends in the field of terahertz technology. © 2019 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.OE.58.11.110901]

Keywords: continuous-wave terahertz systems; terahertz imaging; terahertz spectroscopy.

Paper 190449V received Apr. 6, 2019; accepted for publication Aug. 26, 2019; published online Nov. 6, 2019.

1 Introduction

Terahertz (THz) frequency band is a region in the electromagnetic spectrum covering frequencies between 0.1 and 10 THz that lies between the microwave and the optical frequency bands. In the literature, it is known as submillimeter radiation, THz waves, T-rays, and T-waves. In the late eighties, development of ultrashort pulse laser technology along with the appearance of THz emitters and detectors made it possible to explore the unique spectroscopy and imaging characteristics of THz frequency band. THz frequency range can provide complementary information to that obtained with microwaves, infrared, visible, ultraviolet, or x-ray that are located on both sides of the THz domain. Compared with radio frequency and microwave which are lower frequencies, THz has the advantage of superior spatial resolution due to the shorter wavelength. On the other hand, the THz frequencies (especially above 1 THz) are too high to be measured using electronic devices. Therefore, they are usually measured using the properties of wavelength and energy. Similarly, the coherent wave generation in this frequency range ceased to be possible by the conventional electronic devices used to generate radio waves and microwaves, requiring the development of new devices and techniques. Not a long time ago, THz frequency band was known as the “THz gap” due to the scarce existence of sources in this frequency band. With the recent advances in this field, different THz sources are available today. Currently, the main sources for THz radiation are electronic sources, photonic sources such as Gunn diodes, Impatt diodes, and resonant tunneling diodes are able to emit sub-THz frequencies and for electronic THz sources, the performance degrades at higher frequencies. Other approach in electronic THz sources is harmonic generation in nonlinear electronic devices.4

• Electronic sources such as Gunn diodes, Impatt diodes, and resonant tunneling diodes are able to emit at frequencies up to several THz.2,3 However, they usually generate sub-THz frequencies and for electronic THz sources, the performance degrades at higher frequencies. Other approach in electronic THz sources is harmonic generation in nonlinear electronic devices.4

• PCAs are suitable both for generation and detection of high-frequency electromagnetic signals.5 A semiconductor material with a short charge carrier lifetime acts as the source for the antenna. A DC bias voltage is applied to the metallic antenna and a laser beam focused on the region between the metallic stripes generates the free carriers. The semiconductor gap serves as a photoductive switch in which fast potential change accelerates the free carriers and induces electric current in the antenna, which leads to THz radiation. The antenna length determines the preferred frequency at the resonance condition. For higher output powers, devices with larger areas have been constructed with interdigitated electrodes. Usually in THz systems, a hyperhemispheric or elliptic silicon substrate lens is used for beam shaping.6

• Gas lasers also known as optically pumped THz lasers7 are one of the most powerful sources of continuous-wave (CW) THz radiation. In these lasers, transitions of certain molecules between rotational states generate discrete frequencies in THz range. They typically have output powers of a few mWs and a very low conversion efficiency. The output power is difficult to improve due to the lack of high power tunable midinfrared pumping sources.

• Free electron lasers and synchrotron light sources in which the lasing medium is actually very high speed electrons moving freely through a periodic magnetic structure. They are able to emit very high powers and are tunable in a wide frequency range that includes THz frequencies as well, but they are very large and expensive. Therefore, they have limited use in fundamental physics experiments.8

*Address all correspondence to Galia Ghazi, E-mail: Galia.Ghazi@imec-int.com

Optical Engineering 110901-1 November 2019 • Vol. 58(11)
• Backward-wave oscillator (BWO) tubes are based on the interaction of electron beam with a slow wave structure. An electron gun emits an electron beam that is focused by an external magnetic field. The focused beam interacts with a slow-wave structure that generates a traveling wave that moves backward against the beam. The wave is coupled to the output waveguide near the electron gun. By changing the acceleration voltage, the operating frequency of the device can be electronically tuned from sub-THz to 1 THz frequency range. BWOs offer high output power, good wavefront quality, wavelength tunability, and a high signal-to-noise ratio (SNR), so they have been used as THz sources for imaging systems.

• Nonlinear sources that are mainly based on differential frequency mixing between wavelength components in the broad spectrum of an ultrafast laser. In the case, only a single input beam is used, the method is called optical rectification. In general in these sources, the intensity of THz radiation is proportional to the square of the laser intensity because the differential frequency mixing is a second-order nonlinear optical effects.

• Optical rectification using femtosecond optical pulses in gases (e.g., air) can generate THz wave emission. A plasma is generated by the superposition of an infrared beam with its second harmonic. In comparison with optical rectification in crystals, the emission bandwidth is typically higher, and higher pulse energies can be obtained.

• QCLs are semiconductor lasers that have been originally developed for emitting in the mid- and far-infrared spectral region. Optimization for particularly long emission wavelength has lead to emission frequencies of a few THz. They can emit relatively high-power CW and pulsed waves with the output power reaching up to hundreds of mWs. Such lasers are very compact, but mostly they work at low temperature and need a cryogenic cooling system.

Figure 1 shows power performance of the conventional coherent tunable sources.

Main THz detectors are thermal detectors, electro-optical detectors, and PCAs.

• The earliest THz detectors were bolometers that are thermal sensors that absorb electromagnetic radiation in an active area resulting in an increase of their temperature. They are incoherent sensors which mean that they are not phase sensitive and only provide signal amplitude detection. Because thermal conversion is generally wavelength independent, the measured signals do not depend upon the spectral content of the radiant power. Hence, bolometers can be very broadband detectors. More sophisticated thermal detectors are developed, such as microelectromechanical systems with a metamaterial absorber and a bimaterial (differential thermal expansion). These sensors are optimized for specific frequencies at present. All thermomechanical systems are inherently slow.

• Electro-optic sampling detectors in which a THz wave and an optical field interact with each other inside a nonlinear crystal material. This detection method is frequently used in time-domain spectroscopy.

• PCAs can also be used for THz signal detection. Essentially, a kind of pump-probe measurements is performed. An optical probe pulse acts on a photoconductive switch while the THz wave to be detected passes it. The voltage between the two electrodes of the switch will thereafter be proportional to the electric field of the THz wave at the time of the arrival of the probe pulse.

Figure 2 shows DSB noise temperature performance of superconductor–insulator–superconductor (SIS), hot-electron bolometer (HEB), and Schottky barrier diode (SBD) detectors. THz systems can be divided into two categories: pulsed wave and CW. Pulsed systems generate a broadband signal that is suitable for THz spectroscopy. THz time-domain spectrometry systems were developed during the late eighties after the invention of the Auston switch, which is a semiconductor device capable of generating and detecting THz radiation, and the availability of near-infrared (NIR) ultrashort...
pulse laser sources. The detected broadband pulse can be analyzed using fast Fourier transform to obtain the spectrum of the signal. On the other hand, THz CW sources produce a narrow band signal that is usually generated by using photomixing techniques or cryogenically cooled QCLs.

Each of the frequency-domain and time-domain techniques has unique advantages and disadvantages. Time-domain systems are relatively more complex and expensive, but they are able to provide useful information that is not accessible in a CW system. In the case, this extra information is imprecise or too difficult to interpret, and the advantages offered by a time-domain system quickly disappear. There are applications where the information provided by a CW system is simply inadequate, in which case one has no choice but to use a time-domain system. Another key advantage of a pulsed THz system is flexibility. All of this information is recorded with one measurement from one detector and can be reprocessed to precisely find the information required for each application. The difference between the two systems is in simplicity and adaptability. For many applications, the additional information is unnecessary, and a pulsed system has no advantage. In performing THz imaging, for CW system, the intensity data are simply stored in a matrix, which can be directly converted to a raster image. The data from the pulsed THz system are more complex and therefore require more advanced processing to be fully utilized. In pulsed THz imaging method, depth information is encoded in the waveform mainly in changes in pulse timing. A change in the temporal location of the reflected peak indicates a change in the optical path length to the substrate. Smaller pulses that are offset from the main peak indicate the existence of scattering centers or interfaces within the sample that are partially reflecting the pulse. The time delay between these secondary pulses and the main pulse can easily be converted to depth. CW radiation is also scattered and reflected by these features, and it is possible through the use of additional detectors or by performing additional scans of the sample to recover similar information. By changing the angle of the detector relative to the beam, it is possible to measure scattered light instead of the specular reflection from the substrate. Different angles correspond to scattering and reflection at different locations within the substrate, and thus the scattered intensity can display the features of defects within each measured stratum of the sample.

The challenge for CW systems is to achieve sufficient THz power for applications. PCAs work well in pulsed systems with high peak power at a moderate repetition rate. However, they have limitations as photomixer emitters in CW operation. Using LT-GaAs photomixers, THz power of a few microwatts is reported. The advantages of photomixer devices are the broad tunability, which typically ranges from 0.1 to 3 THz, and the integration that is possible with diode and fiber technologies. The frequency resolution available with photomixers (<1 GHz) is also generally higher than pulsed methods that means that photomixers are often favored for gas spectroscopy. On the other hand, exploitation of telecom technologies for CW THz systems offers alternative devices for THz generation such as photodiodes with integrated antennas. The state-of-the-art performance of conventional coherent tunable THz sources is shown in Fig. 3. Photomixing (or optical heterodyne down conversion) is the one with widest frequency band. With great advances in high-speed III-V optoelectronic devices and solid-state lasers, power generation by photomixing has been improved drastically in recent years. Many efforts of optimizing the antenna design and the substrate material of the photomixer have been successful in the improvement of the THz output power. However, there is still much room for output-power improvement. Since photomixing is based on the photocoupling of the substrate semiconductor, the incident photon energy must be higher than the bandgap energy. Photomixing has been made using the device fabricated on the low-temperature-grown GaAs (LT-GaAs) substrate and using the laser source of which the emitting wavelength is around 800 nm. The technology of diode lasers and optical fiber components which are components necessary for photomixing has progressed remarkably in the optical communication band. The bandgap energy of such materials as Ge and GaSb is lower than the photon energy of the communication band. This situation requires the development of ultrafast photoconductors having such excellent qualities as the LT-GaAs in the communication band.

In the following sections, after a brief review of the applications of the CW THz systems, different system topologies that are currently used in CW THz systems are reviewed.

## 2 Applications of Terahertz Waves and Emerging Technologies

THz technology is applicable to various domains that provide unprecedented capabilities for many research fields. Some of these application domains are biology, pharmaceuticals, security-related areas, paper production processes, tissue burn reflectometry, detection of tooth cavities, industrial nondestructive evaluation, material science and spectrometry, environmental monitoring, security, and astronomy, semiconductor device diagnostics, trace gas analysis, moisture analysis for agriculture, quality control of packaged goods, cultural heritage inspection, and many other disciplines of physics and chemistry. Information and communication technologies have also a strong potential to benefit from THz technology in wireless communication, high speed data processing, and satellite communications. THz imaging and spectroscopy have been applied to huge variety of materials in numerous fields in order to determine the potential of this emerging technology and subsequent development of systems. Researchers are still working on new ways to exploit the unique properties of THz

---

Fig. 3 State-of-the-art performance of conventional coherent tunable THz sources. (Copyright 2005, Springer.)
frequencies in real life applications. Figure 4 shows some of the current and future applications of THz technology.

THz radiation interacts strongly with polar molecules, such as water, which absorb THz radiation. This limits penetration of the water in moist substances, on the other hand, making it readily detectable even in very low concentrations. For this reason, THz waves can provide a better contrast for soft tissues than x-rays. THz radiation can penetrate most dielectric materials and nonpolar substances such as wood, paper, cloth, and plastic. THz radiation is totally reflected from metallic surfaces and partially reflected from interfaces between nonmetallic materials with different refractive indices, enabling objects to be detected beneath various surfaces. The interesting fact about THz frequencies is that many molecules present strong absorption at THz frequencies and therefore can be identified by spectroscopy. In the following part of this section, a brief review of some of the THz technology applications and some of the commercial companies that are active in this domain are reviewed.

2.1 Process Analytical Technology and Nondestructive Testing

Process analytical technology (PAT) is a system for designing, analyzing, and managing the manufacturing process. The United States Food and Drug Administration (FDA) has published guidelines for introducing PAT into pharmaceutical production. Consequently, there is an increasing need for the analysis of medicines to reassure consumers and increase safety. Also the polymer processing industry is continuously investigating new process control and nondestructive testing techniques. Many plastic materials are transparent to THz radiation and serve as a base material for passive THz system components. In return, THz systems can reveal valuable information of the composition of polymers. Offline measurements for the characterization of molecular properties, considering the following inline process monitoring with real-time feedback, and referring finally to quality inspection of the polymeric components are some of the applications of the THz technology in polymer industry.

2.2 Passive Spectroscopy and Astronomy

CW THz systems have also been used in the field of astronomy for the past few decades for passive spectroscopy. THz waves can penetrate in a solid and can be used to discriminate intermolecular interactions between molecules or crystals inside the solid. For THz frequencies above 1 THz, there are many vibration modes of molecules or crystals that occur due to intermolecular interactions. Consequently, the spectral fingerprint, in which the vibration modes absorb THz waves, allows us to identify the materials. The molecular interaction is stronger as the frequency increases; however, the penetration of THz waves within solids tends to decrease because the shorter wavelengths at higher frequencies are easily scattered by particles. Therefore, there is a limited region inside the frequency range from 0.3 to 5 THz where the two advantages of deep penetration and spectral fingerprint are both obtained. Even within the THz spectrum in the low frequency region of 0.1 to 0.3 THz, it is difficult to identify molecules or crystals even though penetration is easy, whereas in the higher frequency region of 5 to 10 THz, extremely high loss limits the available sample thickness within thin films or surfaces.

2.3 Reflection and Stand-Off Imaging

CW THz imaging is advantageous for specific applications due to its higher single-frequency dynamic range and the nature of possessing a narrow spectral bandwidth. One important advantage of imaging with a single-frequency source is the ability to select the source wavelength to optimize the imaging capability. This is very useful in the case of imaging at a stand-off distance since at greater than a few meters distance. Stand-off imaging is challenging because of the presence of atmospheric water vapor, which significantly attenuates the THz beam. However, at certain frequencies within the THz range, the atmospheric attenuation is minimized because there are no nearby strong water vapor absorption lines. The ability to tune the THz source to a water window is a considerable advantage. For example, for a 25-m stand-off, the power throughput from transmitter to receiver increases by more than a factor of 10 if the atmospheric loss decreases by 0.5 dBm⁻¹. Real-time imaging at a 25-m stand-off has been demonstrated using a THz QCL and a room-temperature microbolometer array. In addition, because time-delay scan is not a complication requirement in a CW system, the acquisition speed of a CW THz imaging system can be increased relative to that of a pulsed system, in which time-delay scanning is generally necessary.

CW imaging is first demonstrated by Siebert et al. and Kleine-Ostmann et al. Siebert et al. employed the room temperature optoelectronic detection scheme of photomixing two CW lasers in a photoconductor. They used a 200-ms lock-in time constant and measured a signal-to-noise ratios of 100:1. However, femtosecond lasers are typically complex and expensive. In Ref. 84, an imaging system using a two-color external-cavity laser diode is presented. They measured images of biological tissue, with an SNR of around 75:1. Detection was achieved using a bolometer which is typically not phase sensitive and severely limits the modulation bandwidth. From a commercial perspective, using a Ti:Sapphire laser and bolometric detection respectively which needs expensive laser sources and cannot perform room-temperature phase-sensitive detection. Gregory et al. demonstrated a compact CW THz imaging system that combined diode lasers with optoelectronic detection.

Currently, there are two methods that are commonly used for CW THz imaging: a raster scan of a focused incident beam, or the formation of an image on a detector array. In the former, a single detector, such as a Schottky diode,
Golay cell, or pyroelectric detector, is used to detect the full power of the beam. This has the advantage of a high dynamic range, but the disadvantage is that the image must be formed point by point using a scanning system, which is time-consuming and not applicable to moving targets. The development of a sensitive THz detector array is still an active research area. Detector arrays also have the disadvantage of being severely affected by distortions and aberrations in the focusing system, whereas for a raster scanning system, the beam can be focused to a diffraction-limited spot. In general, a CW system can outperform systems based on time-domain photoconductive sampling in frequency resolution, spectral brightness, system size, and cost.

2.4 Medical Imaging

It has been shown in recent years that THz transmission imaging can be used to generate three-dimensional (3-D) visualization of objects’ internal structure, which can be valuable for biological imaging applications. Other use case for 3-D THz imaging could be the noninvasive analysis of archaeological findings, such as inspection of paintings, wrapped mummies, or human bones. Many techniques have been investigated for the acquisition of 3-D images at THz frequencies, including diffraction tomography, use of binary lenses, time-of-flight measurements in reflection mode and tomosynthesis, and more recently computed tomography (CT) with ultrashort THz pulses, or CW sources. THz tomography competes against the longtime used Xray CT, which usually provides high spatial resolution and high contrast images. However, there are three opportunities for THz frequencies in this field. First, THz waves may provide valuable supplemental information, enabling additional extraction of the spectroscopic object properties and providing different absorbive contrast as compared to x-rays. Second, ongoing advances in silicon-integrated THz components and photonic circuits should enable the realization of ultra-low-cost 3-D THz-CT imaging systems, which promises an increased exploitation for future industrial applications as compared to expensive x-ray machines. Third, THz waves do not ionize the samples as they go through them which makes them less risky and more suitable for biological detections and medical imaging. More importantly, a better image contrast for biological soft tissues can be obtained by the THz imaging technique, thereby getting more accurate and comprehensive structural views and biological information. In a recent paper, the authors demonstrated the use of a CW THz CT system to reconstruct two-dimensional (2-D) cross-sectional images of the chicken ulna to visualize the internal structure of it. Compared with the pulsed THz CT systems, the CW THz system is more compact and low cost. The proposed CW THz CT system is shown in Fig. 5 which is based on BWO that can produce a CW THz and a Golay cell detector. The testing chicken ulna is fixed on the precision electric rotation stage and the electric 2-D translation stage, and it is rotated and translated during the recording process of projection data and they have looked at the effect of different projection angle intervals on the quality of the images. In Fig. 6, the optical photographs of sections II and IV of the chicken ulna using the optical microscope and THz imaging are shown. Since the internal substance of the chicken ulna has different absorptions for the THz wave, the internal structure distribution and profile information of the chicken ulna can be obtained in the 2-D cross sectional images by the CW THz CT system.

Protein and DNA molecules typically have intramolecular vibrations in the THz range. High hydration level to ensure homogeneous samples results in a large water background that increases the protein THz absorbency. Lack of narrow resonances for unoriented samples prevents use of THz for protein or DNA identification. Using linear dichroism measurements on protein crystals, distinct narrow resonances unique to both the protein and protein binding state have been observed. The ability to measure the intramolecular vibrations is a necessary tool to resolve the ongoing argument of their role in biological function. Also, interpretation of the resonant bands will be a challenge, as these consist not of single vibrations, but sets of vibrations with the same polarization dependence.

Rapid and accurate detection is essential for early diagnosis and cell activity monitor. Current cell detection methods mainly depend on labeling technology, such as flow cytometry, fluorescence molecular tomography, and multiphoton microscopy, with high sensitivity, precision, and selectivity. However, biological labeling can directly affect the biological activity and function of living cells. This fundamentally limits the ability of existing cell detection to molecular level resolution. Although the label-free cell detection method including electrochemical and piezoelectric technologies has been applied widely, potential radiation hazard and limited sensitivity still make them controversial. Hence, an alternative method for a label-free and noninvasive cell viability evolution is urgently needed for life sciences. THz spectroscopy is developing into an optical, noninvasive, label-free, and reagent-free technique, which can be utilized for detection and identification of living cells.

One of the growing applications of THz technology is bacterial detection. Based on small size and low absorption coefficient of the bacteria, THz radiation can propagate through an entire object, allowing bacterial components contribute to the THz signature of objects. Extensive researches were conducted to realize qualitative and quantitative analyses of bacteria. The sensitive detection of bacteria in both ambient and aqueous environments is feasible using THz metamaterials (Figs. 7 and 8). A THz metamaterial based on the SRR pattern of 550-mm high resistance silicon substrate was used for high-sensitivity detection of bacteria in solid and liquid phases.

Several THz imaging systems have been developed for the noninvasive detection of tissues to assess the depth and
severity of burned tissues. Because the cancerous or other diseased tissues can contain higher water content as a result of increased vascularity or edema, THz imaging has shown potential in differentiating tissue types. A recent simulation study found that InN-enhanced THz imaging enables highly sensitive diagnosis of early-stage skin cancer based on tiny water content changes. The water contents of blood vessel and corneal tissue were also resolved using a THz imaging system. Furthermore, the difference among various tissues is still significant after formalin fixing, suggesting that the difference is due to changes in water content and structural changes. Moreover, based on higher THz reflection intensities, fresh human early gastric cancer tissues have been distinguished from normal mucosa, (Fig. 9). Interestingly, it is successful that the imaging of human

Fig. 6 The optical photographs and 2-D cross-sectional images of the chicken ulna at sections (a) and (b) II and (c) and (d) IV in the schematic diagram of the chicken ulna.

Fig. 7 A schematic of specifically selective bacteria detection using metamaterial in solution environment.

Fig. 8 THz transmission with and without the deposition of E. coli using the functional metamaterials in aqueous environments.

Fig. 9 THz image of tissues from early gastric cancer.
hepatocellular carcinoma tissue has been obtained using CW THz digital in-line holography in the absorption and phase-shift distributions (Fig. 10).\textsuperscript{80} By rejecting Fresnel reflections, the cross-polarized THz image of nonmelanoma skin cancer displays the approximate location of the tumor clearly.\textsuperscript{79}

2.5 Pharmaceutical Applications

Some of the recent pharmaceutical applications of THz are (1) discrimination and quantification of hydrates, (2) analysis of solid form transformation dynamics, (3) quantitative characterization of tablet coatings: off-line and on-line, (4) tablet coating and dissolution, and (5) spectroscopic imaging and chemical mapping. TeraView has applied its proprietary THz imaging and spectroscopy technology to increase pharmaceutical product and process understanding as an effective part of the quality by design initiative. Their 3-D THz imaging system is able to nondestructively estimate critical quality attributes in pharmaceutical products, such as crystalline structure, thickness, and chemical composition. Their THz imaging system monitors the impact of changing the solids level of a coating suspension from 15% to 25%, which reduces the coating process time. Figure 11 shows some sample results in which a change in adhesion between the substrate and coating.

2.6 Noncontact Imaging for Conservation of Paintings, Manuscripts, and Artifacts

Recently artwork started to be scanned by THz systems.\textsuperscript{57} These imaging systems have been used for scanning ancient mummified samples paintings.\textsuperscript{74,75} Frequency-domain THz systems allow for the depth inspection of the object under investigation due to the frequency sweep of the emitted radiation.\textsuperscript{74} Figure 12(a) shows the THz image of the global maximum of the signals recorded from the contemporary painting after contrast enhancement.\textsuperscript{57} By comparing it with the THz surface topography of the painting obtained by illuminating the object with raking light Fig. 12(a), it can be seen that the black lines of the THz image correspond to the sharp edges of the thickest brushstrokes used by the artist to model the subjects in relief. Figure 12(b) shows the signals recorded at \((x, y)\) coordinates corresponding to low [in correspondence of the sharp edges, green and red curves in Fig. 12(c)], medium [yellow and orange curves in Fig. 12(c)], and high [blue and violet curves in Fig. 12(c)]
2.7 Terahertz Communication

Wireless data traffic has been expanding in the past few years. In particular, mobile data traffic is expected to increase sevenfold between 2016 and 2021 due to increase in whereas video traffic. Such remarkable growth of wireless traffic has driven the urge to investigate suitable regions in the radio spectrum to fulfill the accelerating demands. To this end, the THz frequency band has received considerable attention in the research fraternity. As a result of the exponential growth of wireless traffic, the demand for higher bandwidth never seems to subside before the capacity of the generation beyond 5G technology has reached its upper limit. THz communications are expected to enable the seamless interconnection between ultrahigh-speed wired networks, achieving full transparency and rate convergence between wireless and wired links. This will facilitate the use of bandwidth-intensive applications across static and mobile users. Some specific applications are high-definition holographic video conferencing (virtual reality office) or high speed wireless data distribution in data centers. Figure 13 shows a schematic of the application of THz backhaul links in future cellular networks.

2.8 Commercial Terahertz Companies

The Global Terahertz Market is valued at USD 0.09 billion in 2016 and is expected to reach a value of USD 0.67 billion by the end of 2022 (based on Orbis Research Report). THz technology was initially used in very few areas such as planetary science and astronomy. Recent innovations in this technology enabled its spread across many areas such as food and agriculture, pharmaceutical manufacturing, plastics and ceramics, and communications. Recent developments in THz device technology such as generation of THz pulse for spectroscopy applications use NIR laser, low loss waveguide circuits, submicron-scale lithography, and silicon micromachining, which is used for compact and integrated packing, offer a plethora of opportunities. A recent increase in the number of manufacturing companies, and a rise in worldwide demand for precise security systems, defense, and medical sectors are driving the global THz technologies market. However, the high cost is the main obstacle for market growth. Based on the type of technology, the market is categorized as THz imaging (active and passive systems), THz spectroscopy (time- and frequency domains), and communication systems (modulators, emitters, and antennas). Based on end-user application, the market is segmented into medical and healthcare, nondestructive testing, defense, and agriculture. Currently, North America holds the major market share and Asia-Pacific is expected to grow at a considerably high rate. Major global market players in the THz market are Advantest Corporation, Tracer, Terasense, Microtech Instrument Inc., Menlo Systems GmbH, Gentec Electro-Optics, Teraview, and Toptica Photonics AG. In the following, a brief introduction to each of these companies (in alphabetic order of the company name) is provided.

Advantest offers a series of low-cost, all-purpose THz spectroscopic systems that enable spectroscopic measurements. The tools are capable of performing nondestructive analysis on a wide variety of sample types, making it applicable to a broad range of fields from life sciences to electronics, where precise chemical and material characterization is critical. The systems are ideal for settings ranging from basic research to product development, as well as for manufacturing and quality control, and employ easy-to-use spectroscopic methods that do not require specialized knowledge of THz-wave generation or optics. One example is the TAS7400 product line (Fig. 14), which is capable of performing nondestructive analysis on a wide variety of sample types, making it applicable to a broad range of fields from life sciences to electronics, where precise chemical and material characterization is critical. The systems are ideal for settings ranging from basic research to product development, as well as for manufacturing and quality control, and employ easy-to-use spectroscopic methods that do not require specialized knowledge of THz wave generation or optics.

Gentec Electro-Optics produces different components for THz power measurement. The company offers pyroelectric-based THz measurement systems that are very easy to use at room temperature. As an example, the T-RAD (Fig. 15) is a microprocessor-based digital radiometer that includes a 12-bit ADC and powered by a USB connection, which also acts as a virtual COM port. The LabView software supplied with the device makes it very easy to set up the radiometer, measure a THz or broadband source and record data.

Menlo Systems GmbH produces high-speed THz scanning systems without out any mechanically moving parts and a large scanning range of nanoseconds. As an example, the compact THz spectrometer TeraSmart (Fig. 16) integrates the latest achievements in broadband THz time-domain spectroscopy into an easy-to-use turnkey solution. The modular design based on our OEM laser platform ensures a flexible configuration of the system to meet the needs for integration in any industrial or scientific environment. Custom fiber lengths to THz emitter and detector are available. Moreover,
multibranch configurations are possible, enabling simultaneous measurements of several emitter/detector pairs using only one fs fiber laser oscillator.

Microtech Instrument Inc. produces different THz spectrometers, generators, detectors, and passive components. One of their interesting products is T-Vision system which is video rate imaging system. It is the solution for imaging applications that require high frame rates. The T-Vision system is an all-in-one system based on a nonlinear process, where the THz image is mixed with a near-IR pulse, generating an upconverted near-IR image that is detected with a CMOS camera (Fig. 17).

National Optics Institute (INO) is another company that offers THz illumination source especially designed to build a complete THz imaging system when paired with INO’s THz camera. Their THz imaging system can be used for both see-through imaging (transmission imaging) and reflection mode. One example of their products is MICROXCAM-384i-THz THz camera that allows you to see through materials in real time. It is based on INO’s 384 × 288 pixel uncooled microbolometric detector, optimized for the THz waveband (Fig. 18).

Terasense Group Inc. is one of the leading manufacturers of portable THz imaging systems with products. Terasense

<table>
<thead>
<tr>
<th>Application</th>
<th>Measurement examples</th>
<th>Frequency range</th>
</tr>
</thead>
<tbody>
<tr>
<td>Research on material properties in the sub-THz waveband</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Spectroscopic analysis of THz wave optical elements, chemicals, etc.</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Wideband spectroscopic analysis up to 7 THz</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Dielectric materials, biological matter, coatings, plastic, wall materials, etc.</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Polymers, crystal polymorphs, biological matter, banned drugs, metamaterials, foods, construction materials, crops, etc.</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Aqueous solutions, solutions, oxide materials, biological matter, functional elements, graphene, resin materials, etc.</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Transmission/reflectance</td>
<td>Transmission/reflectance/ATR</td>
<td>Transmission/reflectance/ATR/ transmission polarization analysis</td>
</tr>
<tr>
<td>0.03~2 THz</td>
<td>0.1~4 THz</td>
<td>0.5~7 THz</td>
</tr>
</tbody>
</table>

Fig. 14 A full product line-up of TAS7400 product line.

Fig. 15 T-RAD is a microprocessor-based digital radiometer from Gentec.
makes new type of semiconductor detectors for imaging sensor arrays, which effectively cover sub-THz and THz ranges of electromagnetic spectrum (50 to 700 GHz). The company has developed and patented a ground-breaking technology for making new-generation semiconductor imaging systems for THz and sub-THz frequency ranges. As an example, one of imaging cameras produced by this company is TeraFAST-256 system (Fig. 19), which has image acquisition rate of 5000 fps (5 KHz) and scanning speed up to 15 m/s (900 m/min) with 256 pixels (256 × 1 array of detectors).
TeraView\textsuperscript{95} is solely focused upon the application of THz light to provide solutions to customer issues. TeraView has developed its proprietary technology across a number of markets such as fault analysis and quality assurance for semiconductor chips used in mobile computing and communications, nondestructive inspection of high value coatings used in the automotive, pharmaceutical, food and solar industries. As an example, the EOTPR 3000 is one of their products. The system is configured with a manual probe station to meet today’s tough FA environment, which requires to isolate fault location in minutes rather than hours or days, while maintaining the EOTPR’s world leading sub-5 \( \mu \)m fault isolation accuracy.

Toptica\textsuperscript{102} has been working with leading researchers in the THz arena from day one and is now able to serve scientists and engineers working with the two most important optoelectronic approaches—pulsed and CW THz generation. The company manufactures different frequency-domain, time-domain, and THz screening platforms. For frequency-domain THz spectroscopy, Toptica offers two systems—TeraScan 1550 and TeraScan 780 (Fig. 20). Based on precisely tunable distributed feedback (DFB) lasers, digital control electronics, and latest GaAs and InGaAs photomixer technology, the TeraScan systems combine ease of use with best-in-class specifications.

Tracer\textsuperscript{103} has been one of the leaders in THz knowledge since 2008, developing unique IP for the detection, imaging, and creation of THz light. This results in a modulated photocurrent,\textsuperscript{32} which is coupled as a CW THz wave by means of an antenna. The main advantage of the photomixing technique is that the output frequency can accurately tuned based on the different frequency of the two pump lasers. On the other hand, the main disadvantage to overcome in this technique is its low conversion efficiency. Conversion efficiency of the photomixing is inversely proportional to the duty ratio of the pump laser when the same averaged power is used. Therefore, the primary disadvantage of the photomixing method is that the output power is relatively low compared with other techniques of CW THz generation. Its optical-to-THz conversion efficiency is \(10^{-6}–10^{-3}\), and the typical output power is in the microwatt range. A typical photomixer includes an antenna structure of metal on a silicon substrate. A silicon lens is attached to the back side of the substrate to focus the THz wave.

In a photomixing THz source, the optical field at the excitation point of the antenna is

\[
E_{\text{opt}} = E_1 \exp(-j2\pi\nu_1t) + E_2 \exp(-j2\pi\nu_2t + \phi),
\]

where \(E_1\) and \(E_2\) are the electric field amplitudes of the two lasers and \(\nu_1\) and \(\nu_2\) are the frequencies of the two CW lasers, respectively. \(\phi\) is the relative phase between the two optical waves. Thus, the optical intensity at the photomixer is given as

\[
I_{\text{opt}} = \frac{cn\varepsilon_0}{2}|E_{\text{opt}}(t)|^2,
\]

where \(n\) is the refractive index of the medium, \(c\) is the speed of light in vacuum, and \(\varepsilon_0\) is the vacuum permittivity. Therefore,
Assuming similar photomixer at the detector, the photocurrent $I_B$ in the receiver photomixer is proportional to the amplitude of the incident THz electric field, $E_{THz}$, and the phase difference $\Delta \phi$ between the THz wave and the optical beat.\cite{106,107}

$$I_B = R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} I_A^2.$$  \hspace{1cm} (10)

where $R_A$ is the radiation resistance, $\tau_c$ is the carrier lifetime of the photoconductive material, and $\mu_e$ is the mobility of electrons. The radiation power increases quadratically with the optical power $I_A$ and the bias field $E_{DC}$. $I_A$ is the amplitude of the AC current flowing through the antenna

$$I_A = \tau_c \mu_e E_{DC} I_B.$$  \hspace{1cm} (8)

The radiation resistance corresponds to the real part of the antenna load impedance as

$$Z_{Re} = R_A / [1 + (\omega R_A C_A)^2].$$  \hspace{1cm} (9)

Therefore,

$$P_{THz}(\nu) = \frac{1}{2} R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} \frac{1}{2} R_A^2 \mu_e^2 E_{DC}^2 I_B^2.$$  \hspace{1cm} (7)

where $R_A$ is the radiation resistance, $\tau_c$ is the carrier lifetime of the photoconductive material, and $\mu_e$ is the mobility of electrons. The radiation power increases quadratically with the optical power $I_A$ and the bias field $E_{DC}$. $I_A$ is the amplitude of the AC current flowing through the antenna

$$I_A = \tau_c \mu_e E_{DC} I_B.$$  \hspace{1cm} (8)

The radiation resistance corresponds to the real part of the antenna load impedance as

$$Z_{Re} = R_A / [1 + (\omega R_A C_A)^2].$$  \hspace{1cm} (9)

Therefore,

$$P_{THz}(\nu) = \frac{1}{2} R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} \frac{1}{2} R_A^2 \mu_e^2 E_{DC}^2 I_B^2.$$  \hspace{1cm} (7)

where $R_A$ is the radiation resistance, $\tau_c$ is the carrier lifetime of the photoconductive material, and $\mu_e$ is the mobility of electrons. The radiation power increases quadratically with the optical power $I_A$ and the bias field $E_{DC}$. $I_A$ is the amplitude of the AC current flowing through the antenna

$$I_A = \tau_c \mu_e E_{DC} I_B.$$  \hspace{1cm} (8)

The radiation resistance corresponds to the real part of the antenna load impedance as

$$Z_{Re} = R_A / [1 + (\omega R_A C_A)^2].$$  \hspace{1cm} (9)

Therefore,

$$P_{THz}(\nu) = \frac{1}{2} R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} \frac{1}{2} R_A^2 \mu_e^2 E_{DC}^2 I_B^2.$$  \hspace{1cm} (7)

where $R_A$ is the radiation resistance, $\tau_c$ is the carrier lifetime of the photoconductive material, and $\mu_e$ is the mobility of electrons. The radiation power increases quadratically with the optical power $I_A$ and the bias field $E_{DC}$. $I_A$ is the amplitude of the AC current flowing through the antenna

$$I_A = \tau_c \mu_e E_{DC} I_B.$$  \hspace{1cm} (8)

The radiation resistance corresponds to the real part of the antenna load impedance as

$$Z_{Re} = R_A / [1 + (\omega R_A C_A)^2].$$  \hspace{1cm} (9)

Therefore,

$$P_{THz}(\nu) = \frac{1}{2} R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} \frac{1}{2} R_A^2 \mu_e^2 E_{DC}^2 I_B^2.$$  \hspace{1cm} (7)

where $R_A$ is the radiation resistance, $\tau_c$ is the carrier lifetime of the photoconductive material, and $\mu_e$ is the mobility of electrons. The radiation power increases quadratically with the optical power $I_A$ and the bias field $E_{DC}$. $I_A$ is the amplitude of the AC current flowing through the antenna

$$I_A = \tau_c \mu_e E_{DC} I_B.$$  \hspace{1cm} (8)

The radiation resistance corresponds to the real part of the antenna load impedance as

$$Z_{Re} = R_A / [1 + (\omega R_A C_A)^2].$$  \hspace{1cm} (9)

Therefore,

$$P_{THz}(\nu) = \frac{1}{2} R_A \frac{1}{1 + \omega^2 \tau_c^2} \frac{1}{1 + \omega^2 R_A^2 C_A} \frac{1}{2} R_A^2 \mu_e^2 E_{DC}^2 I_B^2.$$  \hspace{1cm} (7)
For the first time in 1998, an MIT research group demonstrated THz coherent detection \(^{107,108}\) using photomixing. In their transmission mode setup, they used planar log-spiral antennas on LTG-GaAs surface as transmitter and receiver. The size of the active area is \(8 \times 8 \, \text{mm}\) and antenna electrodes were separated by 0.8 to 1.5 \(\mu\text{m}\) gaps at transmitter and receiver. Silicon hyperhemisphere lenses are placed on both antennas and the lenses are separated by 6 cm. Two tunable CW Ti:Sapphire lasers are combined with a beam splitter. Input power of each photomixer was ~35 mW and the transmitter was dc biased at 15 V (300 mA current). A schematic of the system is shown in Fig. 23.

As mentioned earlier, at THz frequencies (higher than 1 THz), no detector is able to follow the signal variation in time. Therefore, phase \(\Delta \phi\) information cannot be measured directly. Hence, based on Eq. (11), extracting the amplitude information \(E_{\text{THz}}\) requires a variation of \(\Delta \phi\). In the following, a summary of different THz frequency-domain systems that are used to measure the amplitude and phase of the THz signal, which is reflected from a sample (reflection geometry) or transmitted through a sample (transmission geometry) are reviewed.

### 3.1 Delay Line Systems

A simple way to extract the amplitude information of a THz signal is a variation of phase using a delay stage in the THz time domain. This is called a delay line system. The amplitude and phase of the THz signal are modulated at frequency \(\nu\) and can be measured using a delay line system. The amplitude of the THz signal is modulated at frequency \(\omega\) and the phase is measured using a delay line system. In the delay line system, the amplitude of the THz signal is modulated at frequency \(\omega\) and the phase is measured using a delay line system.

\[
V_{\text{det}} = V_s \cos(\omega t + \phi) = V_s/2[\cos(\phi) + \cos(2\omega t + \phi)]. \tag{13}
\]

Averaged over THz time scales, the delay line system generates a sinusoidal variation at the THz frequency, and both amplitude and phase can be recovered at each pixel.

The detected THz signal power is very low (usually in \(\mu\text{W}\) range). Signal averaging and lock-in detection are the two techniques that are used to achieve a acceptable SNR. In the signal averaging method, each measurement is done several times and then averaged. This almost eliminates the random noise of the detected signal and increases the SNR. But the measurement time is increased drastically. In the lock-in detection method, either a mechanical chopper included into the optical or the THz path or the DC bias of THz emitter has to be modulated. Assuming the chopper or the bias voltage is modulated at frequency \(\omega\), the detected signal will have an additional phase \(\phi\) and can appear as an additional DC background in the signal.

The disadvantage of the first two options is that a bulky mechanical chopper has to be used. The drawback of the second option is that either the DC current, DC voltage, or temperature of the emitting photomixer is modulated at the lock-in frequency. This creates a parasitic distortion that can be picked up by the detector. This parasitic signal can appear as an additional DC background in the detected signal or an additional noise which is independent of the THz signal phase.

As one of the first attempts to implement a THz transmitter/receiver system in Ref. 107, two antenna-coupled photomixers were used to test a photomixer transceiver (Fig. 23). The amplitude and phase of the THz electric-field transmission coefficient \(T(\nu) = |T(\nu)| \exp[i\phi(\nu)]\) are measured as a function of time. The phase \(\phi = 2\pi \Delta L/c\) was determined by measuring the change in path between zeroes in the fringe pattern. Here, \(\Delta L\) is the deviation from zero path difference between the two lengths of optical fiber between the beam splitter and the photomixers. The amplitude is determined by changing the zero phase distance offset \(d\) and obtaining the ratio of the fringe amplitudes with the sample in and out of the beam.

Later, Siebert et al. \(^{83,111}\) performed CW THz imaging using an all-optoelectronic system using a two color Ti:sapphire laser (Fig. 24). Hyperbolidal polyethylene (PE) lenses are employed to enhance the spatial resolution of the system. Each photomixer is illuminated at 100 mW of optical power. The maximum SNR obtained at 1 THz without a sample in the beam path is 100:1. At each frequency, the spatial resolution of a THz system is defined by the spot size of the Gaussian beam on the sample which is directly proportional to the \(f\)-number of the focusing element. The \(f\)-number is given by \(f/d\), where \(f\) is the focal length and \(d\) is the diameter of the focusing element (in case paraboloidal mirrors are used, \(d\) is the off-axis distance). For paraboloidal mirrors, \(f/d\) is always larger than 1/2 if an object has to be brought into the focus. In contrast, hyperbolidal lenses allow for \(f/d < 1/2\).
Gregory et al.\cite{Gregory71, Gregory72} introduced a CW THz imaging system that incorporates for the first time all the elements for a commercially viable system (Fig. 25). It is driven by two independent diode lasers. Two external-cavity, tunable diode lasers (TOPTICA Photonics DL100) operating at around 830 nm are combined using a 50:50 beam-splitter. The resulting two combined beams are focused onto the emitter and detector photomixers, with a delay stage in the detector beam. The optical power at the emitter (detector) was 50 mW (20 mW).

In Ref. \cite{Ref109}, for the first time, a CW THz system with log periodic transmitter and receiver antennas on LT-GaAs substrate is reported. The system is optically driven by two laser diodes operating at a wavelength around 830 nm. As it can be seen in system schematic (Fig. 26), to overcome excess transmitter noise, the pump beam is mechanically chopped and the current is measured using a lock-in amplifier. A scanning Fabry–Perot interferometer is used to monitor the spectral mode purity. The autocorrelator monitors the optical modulation depth. An optical spectrum analyzer is used to measure the difference frequency. The SNR around 1000:1 with time constant of 300 ms and chopper speed of 1.25 KHz is achieved.

In general, efficiency of photomixing is lower than that of pulsed spectrometers. Photomixers typically contain interdigitated electrode structures\cite{53, 71, 107} that are very fragile and easily experience a voltage- or temperature-induced breakdown. On the other hand, photomixers with a simple gap without interdigitated structures are considerably less efficient as a THz source. However, they are more durable and can last for years if driven at moderate voltages and optical powers. Wilk et al.\cite{Wilk112} presented a low-cost THz spectrometer with coherent detection based on two simple and robust dipole antennas driven by two laser diodes. The spectrometer covers frequencies up to 1 THz, with a peak SNR of 40 dB for a lock-in integration time of 30 ms. The setup in Ref. 112 is used to measure the thickness of a PE wedge as a test sample. On the right (thinner) side, the thickness varies between 0.3 and 0.8 mm (Fig. 27). Figure 27 shows the measured thickness of the sample at 0.3 THz. The optical delay line was fixed during the experiment. Since the sample thickness exceeds the THz wavelength, the measured signal exhibits a sine shape. In the transmission setup, after inserting the sample, the phase of the THz signal shifts as

\[
\Delta \phi = \phi_s - \phi_0 = 2\pi \nu / c d_s (n_s - 1), \tag{14}
\]

where \(\phi_0\) and \(\phi_s\) are phase differences in a reference (air) medium and after the insertion of the sample with thickness \(d_s\) and refractive index \(n_s\), respectively. The sample thickness can be calculated for any pixel in the image as

\[
d_s = \Delta \phi c / 2\pi \nu (n_s - 1). \tag{15}
\]

To extract phase information from the detected photocurrent \((I_R)\), the measured photocurrent is normalized to its maximum \((I_R^{\text{max}})\) first. The value of \(I_R^{\text{max}}\) can be determined via a scan with the delay line. The phases \(\phi_s\) and \(\phi_0\) can be calculated as \(\arccos(I_R/I_R^{\text{max}})\) (in general, the phase has to be unwrapped).\cite{50}
A conventional CW THz system employs two antennas in which optical parts cause system complexity and large system size. In Ref. 110, a homodyne detection system in which a single PCA is used for both emitting and receiving the THz waves (Fig. 28). The transceiver setup reduces the system size and simplifying the alignment of optics. Since the homodyne output is considerably weak (because of the low generation efficiency in the PCA), the homodyne output is strongly affected by noise in the photocurrent. Hence, the incident laser power and bias voltage applied to the PCA must be set carefully.

3.2 Electro-Optic Modulator Systems

In the measurement setup based on the electro optic modulator (EOM), a path length change of the laser wavelength in order to achieve a $2\pi$ phase variation is done electronically using an optical phase shifter.$^{64-67,113-119}$ Applying voltage in the EOM changes the refractive index and thus, the optical length of the crystal which is part of the optical path. The advantages of using optical phase modulator for phase shifting are lower measurement time rates, possible compact all-fiber set-up, and efficient use of the available laser power. This is due to the fact that there is no free space part which generates radiation loss. Figure 29 shows a setup based on EOM. Output of each of the lasers goes through a 50–50 splitter, and one of the outputs from each splitter is combined with an output from the other splitter in a 50–50 combiner. The outputs of the combiners go to the transmitter (Tx) and receiver (Rx). The phase modulator can be placed between the splitter and combiner in the transmitter or receiver path. As it can be seen in the figure only half of the power from each laser reaches to transmitter or receiver. The main drawback of this approach is that half of the laser power is lost in the second set of beam splitters. Additional laser amplifiers may be required to provide the required optical power on the photomixer. The main problem with this setup is the sensitivity of the THz phase on the optical path length. Path length jitters on the order of $\sim1\,\mu m$ results in a complete loss of phase information, even though the THz amplitude is still measured accurately.$^{65}$ The other shortcomings are the significant costs for the fiber assembly and the high-voltage driver for the EOM.

The detected current in the setup in Fig. 29 is

$$I_{\text{det}} \propto \cos(\phi_{\text{THz}} - \phi_{\text{mod}} + \phi_{\text{syst}}),$$

(16)

where the THz phase, $\phi_{\text{THz}}$, depends on the frequency difference of the two lasers and $\phi_{\text{syst}}$ is a function of both laser frequencies. $\phi_{\text{syst}}$ or the combination $\phi_{\text{THz}} + \phi_{\text{syst}}$ could be set to zero by the proper balancing of the different lengths in the system. Based on 16 optical phase shift of $\phi_{\text{mod}}$ is equivalent to the phase shift of the same value in the THz part of the system. The required optical delay length of the phase modulator is on the order of the optical wavelength ($\approx1\,\mu m$) for any frequency difference between the two lasers. The phase delay of the phase modulator required to
achieve a given phase shift of the THz wave is independent of the THz frequency of the system.

In an interesting system topology in Ref. 65, optical phase modulator is used instead of the chopper. This is done by introducing an additional phase modulation ($\phi_{\text{chop}}$) to $\phi_{\text{mod}}$. $\phi_{\text{chop}}$ is change stepwise between 0 and $\pi$ at the lock-in frequency, which changes stepwise the sign of the detected current $I_{\text{DC}}^{\text{det}}$ at lock-in frequency. This approach keeps the average optical power on emitter and receiver constant, and neither DC current, DC voltage nor temperature of the THz emitter are modulated. Therefore, no parasitic signal influences the detected current that reduces the noise level in the detected current. Further, the detected signal is twice as large as in the case of a mechanical chopper. Figure 30 shows the measured SNR for the mentioned three methods. The configuration with the mechanical chopper has the worst performance. The signal is 3 dB less compared to both other chopping techniques and the noise level is the highest. The signal obtained by optical phase chopping and bias modulation is identical, but the noise level achieved with the optical chopper is the lowest. The best SNR performance is obtained with chopping operation of the optical phase modulator.

To measure phase in the system in Ref. 65, multiple measurement points at each frequency have to be done. On the other hand, the system introduced in Refs. 66, 67, and 117 allows determination of both THz amplitude and phase with a single sampling point (SSP) per frequency (known as SSP method). This direct detection increases the measurement speed compared to the standard procedure. In the SSP method, THz phase is controlled by shifting the optical phase ($\phi_{\text{mod}}$) of one optical beam before a beam combiner. Therefore, the phase of the optical beat signal and the emitted THz signal is shifted by the same phase $\phi_{\text{mod}}$. The optical phase shift for a specified shift of the THz phase is independent of the THz frequency of the system. This allows to operate the phase modulator with the same driving voltage pattern at every THz frequency, which is the basis for method introduced in Ref. 66 in which a voltage ramp is applied to the phase modulator, which alters the THz phase by $2\pi$ [Fig. 31(a)]. This is done periodically with the desired chopping frequency. As a result, the phase of the signal detected by the receiving photomixer is periodically modulated between 0 and $2\pi$ [Fig. 31(b)]. The lock-in amplifier is locked to the control voltage of the phase modulator. Thus, the phase monitor of the lock-in amplifier does directly display the phase of the detected THz signal, enabling to detect both the THz amplitude and phase with a single measurement point. The measured phase shift ($\phi_{\text{lock-in}}$) contains contributions due to the difference of the optical-path length in the system ($\phi_{\text{opt}}$), as well as the phase accumulated in the THz part of system ($\phi_{\text{THz}}$). The contribution of $\phi_{\text{opt}}$ is also present in any other common CW THz system, and it is eliminated with the help of calibration measurements. Figure 32 shows the measured SNR for both methods. The SNR values for the direct detection are slightly larger. The received photocurrent for both approaches is comparable, but the modulation of the transmitter bias performed for the phase-scan detection scheme induces parasitic distortions at the lock-in frequency, which leads to a higher noise level.

In Ref. 117, phase modulation ramp is used as driving signal for the lock-in detection, eliminating the need for further mechanical or electronic chopping of the THz wave. Modulation rates of 100 kHz have been employed which is approximately six orders of magnitude faster than a motor-driven translation stage. The need for a complete $2\pi$ phase shift in the modulator is shown in Fig. 33. For voltages below the equivalent of a $2\pi$ phase shift, the output waveforms...
are not complete sinusoids. For voltages that are too large [Fig. 33(b)], a waveform swing larger than one cycle is observed. The maximum scanning speed of the system in Ref. 117 is limited by the electronic bandwidth (around 400 kHz) of the THz receiver. In a classic THz imaging configuration, fast scanning system operating at 100 kHz will enable an averaging of 100 oscillations of the THz waveform with roughly 1000 pixels imaged per second. If synthetic aperture imaging methods\cite{48} were utilized, video rate imaging would be attainable.

In Ref. 116, high speed photodiodes that are based on waveguide integrated devices are used (Fig. 34). They behave like side illuminated devices, and high absorption even for thin active layers can be achieved. High speed and high efficiency can therefore be combined. The system is completely assembled using fiber technology. The key devices emitter, receiver, lasers are telecom-related products for 1.5 $\mu$m operation. The optical power in the fiber was 30 mW at the emitter and 40 mW at the receiver. The photocurrent in the PCA (preamplified $10^8$ V/A) was measured with the lock-in technique at 460-Hz modulation frequency.

Implementations of electro-optical control setups in Refs. 66, 67, and 117 are arranged in an optical interferometer geometry and are extremely sensitive to environmental changes. In the system configurations used in these papers, the laser signals are spatially separated for wavelength selective optical phase modulation. External influences such as thermal expansion or vibrations affect the optical phase differently in the interferometer arms. This phase jitter is directly transferred into the THz phase, thus preventing high-quality measurements. The technique presented in Ref. 119 [known as wavelength selective phase modulation (WSPM)], is an in-fiber technique and realizes the speed advantage of electro optic modulation while avoiding the phase jitter normally introduced. The same phase and therefore amplitude stability as conventional systems is maintained. In WSPM, the two wavelengths remain in a single fiber. The modulation of only one wavelength is achieved by using crossed polarization for both wavelengths, together with a polarization-sensitive phase modulator (Fig. 35). Hence, if the optical phase is shifted due to environmental influences such as temperature change or mechanical stress, both wavelengths are affected identically. Thus, optical phase jitter always occurs identically on both wavelengths, and the THz phase is not affected. By applying SSP detection, high-speed measurements were demonstrated by recording a 1.5-THz spectrum with a resolution of 100 MHz in less than 24 s. This is more than 20 times faster than any previous broadband scans\cite{120}.

The system in Ref. 115 consists of the $\lambda/4$ phase-shifted detuned dual-mode laser (DML) and an all-fiber path for the laser beams in order to increase the flexibility and compactness (Fig. 36). The optical beat signal is amplified by an erbium-doped fiber amplifier (EDFA). The amplified
spontaneous emission generated by the EDFA was filtered out by an optical band pass filter (BPF). The output signal from the BPF was coupled to a fiber-optic 50:50 splitter and divided into two integrated photomixer/antennas. The proposed system can be used to measure the thickness of a sample without considering the modulo $2\pi$ ambiguity.

In the setups in Refs. 67 and 113 which mentioned before phase control of THz waves in high speed, direct lock-in detection of the resulting waveform using the phase control signal as reference clock is performed. Thus, the magnitude chopping of THz wave is no longer required, and a fast THz spectroscopy system can realize millisecond-order acquisition time. However, in this scheme, the delay unbalance of the optical path or nonlinear amplitude modulation of optical signal as a parasitic effect of the electro-optic phase modulation can limit the dynamic range because the detection signal. In Ref. 114, a CW THz coherent homodyne detection system that uses push-pull electro-optic phase modulation for wide dynamic range (Fig. 37). The factors limiting detection signal quality, such as laser-induced phase noise and parasitic amplitude modulation of THz waves, are evaluated and suppressed with overall delay balance control and the push-pull phase modulation scheme. Moreover, by direct lock-in detection, fast spectroscopy and imaging measurement was demonstrated from 0.2- to 2-THz frequency range.

In Ref. 118, a CW THz photomixing system (Fig. 38) which is capable of multilayer thickness measurements in reflection geometry with micrometer precision is presented which is based on Ref. 119. It also minimizes the uncertainty of the phase due to its high frequency resolution. The proposed system can replace THz time-domain systems in the field of multilayer thickness measurement due to its easier handling and much lower costs.

3.3 Fiber Stretcher Systems

The conventional mechanical delay stage in the THz path is rather slow because the travel of the delay line has to be comparable to or larger than the THz wavelength (i.e., 3 mm at 100 GHz). Also it requires a collimated beam in the THz path.70,121-123 Furthermore, modulating the THz path strongly affects the standing waves, i.e., parasitic interference effects, which arise from multiple reflections of the THz beam.68,124 Because of these standing waves, significant deviations from a cosine-like behavior of photoelectric current appears if the of the THz path is varied. On the other hand, a conventional delay stage in the path of the optical beat requires a free optical beam and thus prevents a compact all-fiber-based setup.

Fiber stretchers can be used for rapid phase modulation in the optical beam path.70 In a typical fiber stretcher phase shifter, several tens of meters of fiber [usually polarization-maintaining (PM) fiber] are wound around a piezoelectric actuator. The piezoelectric actuator is driven by an AC voltage with an amplitude of typically 100 to 500 V. In Ref. 121, CW THz spectrometer is realized with two fiber stretchers at the two optical arms of the THz setup. Both the THz amplitude and phase are determined from 0.06 to 1.8 THz with a 1-GHz step size in less than 10 min. In their setup (Fig. 39), two DFB diode lasers are used (850 nm). Lasers are frequency stabilized by electronic feedback from a low-finesse quadrature interferometer.59 Absolute frequency accuracy of $\sim 100$ MHz is achieved. The relative frequency resolution is in the MHz range. The laser beams are amplified at both wavelengths in a semiconductor amplifier, the output of which is once again fiber coupled. The main advantage of the dual stretcher configuration is that it reduces the sensitivity to thermal drifts and doubles the modulation amplitude compared to a single stretcher setup. Each fiber stretchers
consists of 60 m of PM fiber wound around a cylindrical piezo actuator which are driven with bipolar voltages of up to ±400 V. By operating the stretchers in opposite directions, the optical path length can be changed with a twofold speed. The fiber stretchers are modulated by a continuous sinusoidal voltage to avoid switching artifacts of, e.g., a saw tooth waveform (modulation frequency is about 1 kHz).

Frequency resolution of the THz signal is not influenced by the fiber stretchers. The use of fiber stretchers yields the THz amplitude and phase for each frequency separately (Fig. 40). The main advantage of the fiber stretcher concept, compared to a delay stage in the THz beam path, is that the THz path and therefore also the unavoidable standing waves are not changed, yielding a reduced sensitivity of the amplitude and phase data to standing waves (i.e., to parasitic interferences of the THz wave). The THz photocurrent as a function of the delay length shows a “perfect” sinusoidal dependence (Fig. 41).

In Ref. 122, two identical fiber stretchers are placed in the transmitter and receiver arms. They are operated with inverted voltage with respect to each other. The receiver photocurrent is analyzed by signal averaging with a gate width of one stretcher cycle. About 240 cycles at each THz frequency step are measured, resulting in a net data acquisition rate of about 3 Hz for \( f_s = 800 \text{ Hz} \) (\( f_s \) denotes frequency of the path difference modulation). The main advantage of signal averaging compared to a standard lock-in technique is that signal averaging does not require the receiver photocurrent to be periodic with a known reference frequency. Thus, the modulation of the optical path difference does not have to be linear in time and the maximum change does not have to be an integer multiple of the THz wavelength.

In Fig. 42, fiber stretcher voltage and the THz photocurrent are plotted as a function of time. Around the extrema of voltage, the optical path difference and thus THz photocurrent change more slowly. A sinusoidal behavior is observed in Fig. 43 in which THz photocurrent is plotted in terms of fiber stretcher voltage.

The setup in Ref. 122 is used to measure the complex refractive index of Si in transmission mode. To derive the physical properties of a sample, such as the complex index of refraction \( N = n + jk \) (\( n \) and \( k \) are real and imaginary parts of refractive index), one has to compare amplitude of the THz signal \( (A) \) and phase of the THz signal \( (\phi_0) \) measured for the sample \( (A_s, \phi_{0,s}) \) with those of a reference measurement \( (A_{\text{ref}}, \phi_{0,\text{ref}}) \), which in a transmission geometry simply corresponds to a measurement on an
empty aperture with the sample removed. The transmittance
through the sample is $T(\nu) = \frac{1}{2} \frac{A_s(\nu)}{A_{\text{ref}}(\nu)}$, and the phase
shift introduced by the sample is $\phi(\nu) = \phi_{0,1} - \phi_{0,\text{ref}}(\nu) + m(\nu)2\pi$ with integer $m(\nu)$. The ambiguity in $m$ can be
resolved in a broadband measurement. If we, for instance, neglect multiple reflections within the sample of thickness $d$, one finds $\phi(\nu) \approx 2\pi(n-1)d/\lambda$, i.e., $\phi$ extrapolates to zero for $\nu \to 0$ and is expected to increase linearly with $\nu$ in a
frequency range with constant refractive index $n$. Finally, knowing $T$ and $\phi$ as well as the sample thickness $d$, one can
calculate the complex index of refraction.124

Enhanced measurement speed and an all-fiber setup are
the main advantages of the THz setup with fiber stretcher. A modulation of the optical path difference of 3 mm is
obtained for a modulation frequency of $\approx 1$ kHz. A mechanical
delay stage with the same amplitude typically operates at a
few hertz. A data acquisition rate of a few Hertz is achieved in
Ref. 122 with averaging over about 240 cycles per fre-
quency point. If the phase is modulated by scanning the fre-
quency, a very similar data acquisition rate can be employed
but 10 or more frequency points need to be measured to ob-
serve a phase shift of at least $2\pi$, which yields one actual
data point.106 The fiber stretcher thus improves the measure-
ment speed by at least an order of magnitude compared to the
frequency scanning technique if the same integration times
are used. It is possible to reduce the measurement time by
increasing the frequency step size or to operate fiber stretch-
ers at rates up to a few kilohertz.

Another important parameter of a THz system is the
dynamic range. It is the ratio of the maximum signal to the
minimum detectable signal. The amplitude of the signal
depends on the optics, absorbing windows, or apertures
within the THz beam, the optical power illuminating the
photomixers, the bias voltage, and some other parameters.
However, for equal conditions, the maximum THz amplitude
is the same for the system with and without the fiber stretch-
ers and its stability is not significantly influenced by the fiber
stretchers. Other important parameters of the system are the
spectral resolution and bandwidth of the system which are
generally determined by the characteristics of the employed
lasers.106

Reliable measurements of the phase require a high sta-
Bility of the experimental electrical lengths. Ambient fluctua-
tions (mostly thermal) or alignment drifts may not exceed
a small fraction of the wavelength. Large wavelengths such
as about 1 mm at 300 GHz thus facilitate the determination
of the phase. However, fluctuations of the optical path length
cannot be fully suppressed even in an air-conditioned lab-
atory, and phase measurements in real-world applications in
a less than ideal environment are challenging, in particular,
if they rely on a robust fiber-based system. These difficulties
can be surpassed in ellipsometry, which measures the phase
difference between different polarization states. Similar idea
can be used in CW spectroscopy in the frequency domain
and consider the phase difference of waves with different
frequencies.

In Ref. 123, waves at three THz frequencies are generated
by photomixing three different lasers (Fig. 44). The waves
can be used in CW spectroscopy in the frequency domain
and consider the phase difference of waves with different
frequencies.

In Ref. 123, waves at three THz frequencies are generated
by photomixing three different lasers (Fig. 44). The waves
can be used in CW spectroscopy in the frequency domain
and consider the phase difference of waves with different
frequencies.

3.4 Controlled Frequency Sweeping Systems

Based on Eq. (17) changing any of the parameters, path length
$\Delta L$, or THz frequency changes the THz phase.106,125-127
Therefore, THz phase can equally be varied by scanning the frequency in small steps. The effect is similar to scanning an interference pattern in frequency. Phase difference is a function of the path difference $\Delta L$ and frequency. The path difference is

$$I_{\mu} E_{\text{THz}} \cos(2\pi \Delta L/c), \quad \Delta L = (L_s + L_{\text{THz}}) - L_D,$$ (17)

where $L_D$ is traveled by the laser beat to the detector, $L_s$ is the optical path of the laser beat to the THz source, and $L_{\text{THz}}$ is the THz path from the source to the detector.

Phase variation in controlled frequency steps can perform as a coherent homodyne spectrometer which is a powerful tool to extract the properties of a sample in the THz region. Using a laser with a large tunability range, accurate measurements at a particular frequency can be obtained at the expense of experiment time to solve the ambiguity of modulo $2\pi$. One advantage of this method compared to the previous approaches is that no further hardware is required, and the main disadvantage is that it needs an accurate frequency control. A frequency step has to be much smaller than the fringe pattern spacing, which in turn should be chosen much smaller than the signature of interest. One solution for high-precision frequency control is using distributed Bragg reflector diode lasers. A second challenge arises from the large density of data points, which increases the total measurement time. A 2-THz scan with 40 MHz step size consists of more than 50,000 data points. Completing a scan in a few minutes needs lock-in times in the single-ms range.

The method has been exploited for thickness and distance measurements, and for spectroscopy of solid-state samples. Based on Eq. (17), in the case, THz beam propagates through free space (no sample), the frequency spacing of two subsequent maxima of the receiver photocurrent or zero crossings is $c/\Delta L$ (Fig. 45). By comparing the maxima or zero crossing position in measurements with and without the sample present in the THz path, we are able to measure the relative phase of the THz beam. In case, we use the maxima information, the effective frequency resolution of the phase data is $c/4\Delta L$, because only the extrema are used for the amplitude analysis (Fig. 46).

Mouret et al. described the performance of the coherent homodyne spectrometer and the characterization of dielectric and semiconductor samples. The presence of the sample increases the THz path, and the period of recorded curves is affected. Assuming the refractive index of Teflon is 1.44, a thickness of 109.39 mm is measured with a standard deviation of 0.35 mm from 10 measurements. A value of $109.1 \pm 0.1$ mm has been obtained by using a standard mechanical micrometer. Similar information may be extracted...
from time-domain analysis but requires the motion of a mechanical delay line and the prior knowledge of the exact position of the zero path difference. The calculated transmission amplitude of this Fabry–Pérot effect (neglecting the absorption with constant refractive index of 3.4) is superimposed with experimental data. The analysis of the period of the homodyne signal gave a thickness of the silicon sample of 16.7 mm, in good agreement with a classical measurement. To avoid a long frequency scan, it is preferable to perform such measurements with a significant initial difference path. In this example, the period is around 0.4 GHz, the tunability of a diode laser would be sufficient to record several periods to extract the thickness of a sample or measure of distance.

CW technique offers the advantages of frequency selectivity and a much higher frequency resolution compared to time-domain techniques. Typical line widths in solid-state samples are of the order of several tens of GHz or broader. Thus, a spectral resolution of a few GHz is usually sufficient. However, a central problem for solid-state spectroscopy is that both the real and the imaginary parts of the complex refractive index \( n + i k \) have to be determined reliably using amplitude and the phase of the THz radiation. The refractive index measurement method in Ref. 106 is based on scanning an interference pattern in frequency. It is based on the fact that the period of the interference pattern can be chosen to be much smaller than even the most narrow lines in a solid-state sample. It is shown that this approach is very well suited for solid-state spectroscopy, yielding precise and reliable values of real and imaginary parts of the refractive index without making use of any mechanically moving parts. The measurement setup is shown in Fig. 47. 106 The detected photocurrent \( I_{ph} \) depends on the amplitude of the THz electric field (\( E_{THz} \)), and on the phase difference \( \Delta \phi \) between the THz wave and the laser beat signal [Eq. (17)]. The phase difference is varied by scanning the THz frequency. This method has the significant advantages of avoiding any mechanically moving parts and of a much higher scanning rate (up to 10 Hz, depending on the selected lock-in time, but limited by software overlap). In this case, the detected photocurrent \( I_{ph} \) oscillates with frequency (Fig. 48), and the oscillation period is set by the choice of \( \Delta L \). For reference measurement without a sample, the THz beam travels through air \( (n_{air} = 1) \) independent of frequency. Thus, \( \Delta L_{ref} \) is constant and the maxima are equally spaced in frequency as

\[
\nu_{\text{max},m} = \frac{c}{\Delta L_{ref}}, \quad m = 1, 2, 3, \ldots
\]

where \( \Delta L_{ref} \) denotes the optical path difference in the case of the reference measurement.

Inserting the sample with refractive index \( n \) and thickness \( d \) in THz path changes the THz path \( L_{THz} \) by \( (n - n_{air})d \) (neglecting multiple reflections within the sample) which shifts the interference pattern. Figure 48 shows the detected photocurrent in the frequency range just above one of the absorption lines of lactose. The phase information can be gained from both the extrema and the zero crossings of \( I_{ph} \), yielding a frequency resolution of the phase data of \( 1/4 \) period of the interference pattern, i.e., \( c/(4 \times \Delta L) \). Thus, the spectral resolution of the phase can be adapted easily by varying the optical path difference \( \Delta L \). An enhancement of the spectral resolution, however, requires a larger density of data points, which increases the total measurement time. An interference maximum of order \( m \) occurs for \( \Delta L = m \times \nu/\Delta \nu \).

Comparing reference and sample data, the refractive index can be calculated as
\[ (n - n_{\text{air}})d = \left( \frac{\nu_{\text{max,m}}^{\text{ref}}}{\nu_{\text{max,m}}^{\text{sam}}} - 1 \right) \Delta L^{\text{ref}}, \]  

where \( \nu_{\text{max,m}}^{\text{ref}} \) and \( \nu_{\text{max,m}}^{\text{sam}} \) are the frequencies of the maxima of order \( m \) of the reference and the sample measurement, respectively. In the reference data, the maxima are equally spaced in frequency hence, \( m \) is easily defined. Owing to the frequency dependence of the refractive index, the order of the maxima may be ambiguous in the sample data if only a narrow frequency range is explored. Determination of the absolute value of refractive index requires knowledge of the sample thickness \( d \), which can be obtained independently from the measured amplitude. The refractive index \( [n(\nu)] \) can in principle be determined entirely independently of possible fluctuations of the intensity if the zero crossings of \( I_{\text{ph}} \) are used for the determination of the phase. Precise determination of refractive index requires the stability of the frequency.

The sample also absorbs the THz light, according to its extinction coefficient \( k(\nu) \). The transmittance \( T(\nu) \) can be determined by comparing the envelopes of the sample data and of the reference data

\[ T = \left( \frac{I_{\text{ph}}^{\text{sam}}}{I_{\text{ph}}^{\text{ref}}} \right)^2, \]  

where \( I_{\text{ph}}^{\text{sam}} \) and \( I_{\text{ph}}^{\text{ref}} \) are the detected photocurrents of the sample and reference data at the extrema of the respective interference patterns (the sample data are interpolated on the equally spaced frequency grid of the extrema of the reference data). Using only the extrema, the effective frequency resolution for the amplitude is \( c/(2 \times \Delta L) \), well beyond the typical requirements for solid-state spectroscopy.

With the knowledge of the transmittance and the refractive index, we are able to calculate the extinction coefficient by inverting

\[ T = \frac{(1 - R^2 \exp(-ad))}{[1 - R \exp(-ad)]^2 + 4R \exp(-ad) \sin^2(n2\pi d/c)}. \]  

where

\[ R = \frac{(n - 1)^2 + k^2}{(n + 1)^2 + k^2}, \quad \alpha = 4k\pi/c. \]  

The dielectric function is obtained from

\[ \epsilon_1 = n^2 - k^2, \quad \epsilon_2 = 2nk. \]

Measured frequency dependence of real (\( \epsilon_1 \)) and imaginary parts (\( \epsilon_2 \)) of the complex dielectric constant is shown in Fig. 49. The three absorption lines are very well resolved, whereas the additional small oscillations in \( \epsilon_1 \) are artifacts of our analysis.

### 3.5 Multimode Laser Mixing Systems

In all the previously mentioned methods, mixing of two independently operating lasers has been used to generate monochromatic THz radiation. The construction of such a spectroscopic system has the advantage of generating THz beam with a narrow spectrum and tunable frequency. Another approach is using two different modes of the same laser to perform the photomixing. However, sophisticated techniques are needed for the stabilization and spatial mode matching of the two lasers. This concept is demonstrated as THz electromagnetic waves are radiated into free space.
from a PCA by exciting it with a commercially available CW multimode laser diodes.\textsuperscript{30,130} In general, a multimode laser holds many different modes and the light intensity fluctuates due to optical beats brought about by the frequency difference between modes. This random fluctuation of the light intensity can be used to produce the THz radiation. Figure 50 shows a setup that mixes modes of a laser diode to generate THz signal.\textsuperscript{131} A PCA is irradiated by the multimode laser diode and used as an emitter. The THz radiation is collimated by an off-axial paraboloidal mirror and focused into the detector PCA by another paraboloidal mirror. A part of the multimode laser light is split by a beam splitter and introduced to the detector PCA after a time delay. The signal is modulated in a rectangular wave of 20 kHz through an emitter bias of 20 V and detected by a lock-in amplifier through a current amplifier. The sample was inserted into the THz beam path between two paraboloidal mirrors. The sample was tilted by about 10 deg to avoid the effects of standing waves between the sample surfaces and the optical elements.

Since the fluctuation of the multimode laser diode light intensity is very rapid, the current meter detects the time averaged value of the photocurrent, or the cross correlation of the electric field and the fluctuating light intensity. The reference signal \(J_R(t)\), the photocurrent signal when a sample is not inserted, is expressed as

\[
J_R(t) = a \int_{-\infty}^{+\infty} E_R(t_0) I(t_0 - t) dt_0,
\]

where

\[
E_R(t_0) = \int_{-\infty}^{+\infty} F(t) I(t_0 - t) dt,
\]

where \(E_R(t)\) is the electric field of the radiation, \(a\) is the proportion coefficient, \(I(t)\) is the light intensity, \(F(t)\) is the amplitude of the impulse response function of the emitter device when the incident light and the amplitude of the THz radiation are the input and output signal, respectively.

Using Fourier transformation

\[
J_R(\omega) = \sqrt{2\pi} a F_R(\omega) I^* (\omega) = 2\pi a F(\omega)|I(\omega)|^2.
\]  

Since \(I(t)\) is a real quantity, \(I^*(\omega) = I(-\omega)\). In case, a sample is inserted in the THz beam path, the transmitted electric field \(E_T(\omega)\) is

\[
E_T(\omega) = T(\omega) E_R(\omega),
\]

where

\[
T(\omega) = |T(\omega)| \exp[-j\Phi(\omega)].
\]

Hence, the Fourier transformation of the photocurrent signal when the sample is inserted becomes

\[
J_T(\omega) = \sqrt{2\pi} a F_T(\omega) I(-\omega) = 2\pi a T(\omega) F(\omega)|I(\omega)|^2.
\]

We assume that the time average of the distribution of the laser modes causing the fluctuation of the light intensity is stationary. Therefore, it can be assumed that the power spectrum of the fluctuation is also stationary:

\[
T(\omega) = J_T(\omega)/J_R(\omega).
\]

Transmittance \(T\) and phase delay \(\Phi\) of the radiation with a wavelength \(\lambda\) and \(p\) polarization for a solid sample with complex refractive indices \(n - jk\) and thickness \(d\) can be numerically calculated as\textsuperscript{55}

\[
T(\omega) = \left| \frac{(1 - r_p^2) \sqrt{E} \exp(-jN)}{1 - r_p^2 E \exp(-2jN)} \right|^2,
\]

\[
\Phi(\omega) = \arg(T) - \arg[\exp(-j2\pi d/\lambda_0) \cos \theta_i],
\]
\[ r_p = \frac{(n - j k) \cos \theta_i - \cos \theta_r}{(n - j k) \cos \theta_i + \cos \theta_r}. \]  
(33)

\[ N = 2\pi n d \cos \theta_i / \lambda_0, \]  
(34)

\[ \cos \theta_r = \frac{(n - j k)^2 - \sin^2 \theta_i}{\sqrt{n - j k}}. \]  
(35)

where \( \theta_i \) is the incident angle.

The complex refractive index at each frequency can be numerically calculated from the \( T(\omega) \) and \( \Phi(\omega) \) obtained experimentally. One of the most popular spectroscopic systems at THz frequencies is the Fourier spectrometer which gives optical constants of both real and imaginary parts without resorting to the Kramers–Kronig analysis.\(^{132}\) However, they require expensive detectors such as a bolometer cooled with liquid Helium. Time-domain THz systems are very effective but they require an expensive ultrashort-pulsed laser. On the contrary, the quasitime-domain systems are very compact and cheap and also give the equivalent data as that of Fourier spectrometer and the time-domain system. But, the SNR of this system is low compared with that of the time-domain system, which can be improved by changing the structure of the PCA.

Based on the standard photomixing theory,\(^{53}\) emitted THz power \( P_{\text{THz}} \), using a multimode laser excitation is

\[ P_{\text{THz}} = 2 \left( \frac{\eta \mu \tau}{A} \right)^2 \sum_{ij} \left( \frac{V_B^2 R_A P_i P_j}{\hbar \omega_i \hbar \omega_j} \right)^2 \times \left[ (1 + (2\pi \nu_{ij} \tau)^2) \left[ 1 + (1 + (2\pi \nu_{ij} R_A C \tau^2))^2 \right] \right]^{-1}, \]  
(36)

where \( R_A \) is the antenna radiation resistance, \( V_B \) is the applied bias to the emitter, \( A \) is the photomixer active area (assumed equal to the area of the focused laser spot), \( C \) is the photomixer capacitance, \( \eta \) is the external quantum efficiency, \( \mu \) is the electron mobility, \( \tau \) is the carrier lifetime, \( \lambda_i \) is the laser wavelengths, with corresponding laser powers \( P_i \), \( \nu_{ij} \) refers to the set of generated difference frequencies, given by \( 2\pi (\nu_i - \nu_j) \).

In the detector, the averaged demodulated current flow \( I_{\text{THz}} \) is given as

\[ I_{\text{THz}} \propto \sum_{ij} a_{ij} E_{ij} \cos(2\pi \nu_{ij} t' + \delta_{ij}), \]  
(37)

where

\[ a_{ij} = \left( \frac{V_B^2 R_A P_i P_j}{\hbar \omega_i \hbar \omega_j} \right)^{1/2} \times \left[ (1 + (2\pi \nu_{ij} \tau^2) \left[ 1 + (1 + (2\pi \nu_{ij} R_A C \tau^2))^2 \right] \right]^{-1/2}. \]  
(38)

When there is no effect of material dispersion and mode interaction, Eq. (39) gives us the ratio of the optical frequency and the beat frequency due to the linear relationship between \( f_1 \) and \( f_2 \). In Ref. 77, the linewidth of the beat frequency of the two modes is narrower than that of individual laser modes because of the common-mode-rejection ratio for the two modes oscillating in the same cavity.

External cavity dual-mode semiconductor lasers have been realized in a variety of methods, such as those with
a double grating,\textsuperscript{56,133} grating-lens,\textsuperscript{134} grating-double-slit,\textsuperscript{134} grating-double-stripe-mirror\textsuperscript{73,135} configurations, etc.

The DML excitation for photomixing is preferable to that by two independent lasers since the system can be more compact and the difference frequency stability is improved by the common-mode rejection effect. Although the difference frequency stability of dual-mode semiconductor lasers reported was not good enough (mainly due to the nonoptimized conditions), there is a great potential in THz photomixing systems with dual-mode semiconductor lasers with the external cavity because of the wide-tunability and compactness of the system.

4 Conclusions

Each of the CW and pulsed THz systems have unique advantages and shortcomings that must be carefully considered when they are being used for different applications. In general, time-domain systems are relatively more complex and expensive but they provide information that is not accessible in a CW system. In the case, this information is imprecise or too difficult to interpret, the advantages offered by a time-domain system quickly disappear. The main contrast between the two modalities is between simplicity and adaptability. In many applications, the additional information is unnecessary, and a pulsed system has no advantage and in others such information may become useful.

Among many THz wave sources such as free electron lasers, BWO tubes, electronic sources, and THz lasers; a THz photomixer is the cheap, simple, and quite prospective option. Present-day photomixers have undergone a considerable development over the past two decades and have come a long way from the initial laboratory setups to compact and portable spectrometers that are already employed in industrial implementations.

Due to research and developments during the last two decades in THz domain, devices such as lasers, THz transmitters, and detectors and also detection techniques have sufficiently matured to take the step out of the lab and into “real-world” applications. Here, we reviewed different system architectures which have been developed based on the photomixing sources and detectors. Each system has its advantages, and shortcomings which have to be carefully considered for each specific application.

The biggest technological challenge that photoconductive emitters face these days is their cost-effective large-scale production viability. Low-temperature GaAs is still the most widely used material for photoconductive devices; however, its fabrication has two major disadvantages. First, the semiconductor properties are difficult to reproduce, even when grown under the same nominal conditions. Second, its growth requires being performed in molecular-beam-epitaxy machines, which is an expensive method. The development of compact and on-chip THz imaging and spectroscopy systems will be a driver for the further development of photoconductive THz devices.

References

14. F. Alves et al., “Bi-material terahertz sensors using metamaterial struc-}
41. P. Hilliger et al., “Low-cost 0.5 THz computed tomography based on silicon components,” in 42nd Int. Conf. Infrared, Millimeter, and Terahertz Waves (IRMW-THz), IEEE, pp. 1–7 (2008).
95. A. Roggenbuck et al., “Coherent broadband continuous wave terahertz radiation using a 0.47 THz quantum cascade laser,” Quantum Electron. 37, 916 (2007).

Biographies of the authors are not available.